RESEARCH ARTICLE

Pre-Use Susceptibility to Ceftaroline in Clinical *Staphylococcus aureus* Isolates from Germany: Is There a Non-Susceptible Pool to be Selected?

Birgit Strommenger*, Franziska Layer, Ingo Klare, Guido Werner

National Reference Centre for Staphylococci and Enterococci, Robert Koch Institute, Wernigerode Branch, Wernigerode, Germany

* strommengerb@rki.de

Abstract

Ceftaroline is a new cephalosporin active against Methicillin-resistant *Staphylococcus aureus* (MRSA). Based on a representative collection of clinical *S. aureus* isolates from Germany, supplemented with isolates of clonal lineages ST228 and ST239, we demonstrate the in-vitro susceptibility towards ceftaroline prior to its introduction into clinical use for a total of 219 isolates. Susceptibility testing was performed by broth microdilution, disc diffusion and Etest, respectively. Results were interpreted according to EUCAST guidelines and showed considerable variance in dependence on clonal affiliation of the isolates tested. Among isolates of widespread hospital-associated lineages we found a high proportion of clinical isolates with MICs close to the EUCAST breakpoint (MIC50/90 1.0/1.5 mg/L); currently, interpretation of these “borderline” MICs is complicated by a lack of concordant susceptibility testing methods and reasonable breakpoint determination. Isolates of clonal lineages ST228 and ST239 demonstrated increased MIC50/90 values of 2.5/3.33 mg/L. Sequencing of *mecA* revealed no association of resistance to a specific *mecA* polymorphism, but rather reveals two regions in the non-penicillin-binding domain of PbP2a which displayed different combinations of mutations putatively involved in resistance development. This study provides national baseline data to (i) adjust susceptibility testing methods and current breakpoints to clinical and epidemiological requirements, (ii) evaluate current breakpoints with respect to therapeutic outcome and (iii) monitor further resistance evolution.

Introduction

The worldwide emergence and spread of methicillin resistant *Staphylococcus aureus* (MRSA) over the last 50 years represents one of the most serious challenges to clinical microbiologists worldwide. Moreover, the evolution of several MRSA lineages towards resistance to additional antibiotic classes is a matter of growing concern [1]. This situation has been complicated even further by the recent occurrence and spread of community- and livestock-associated MRSA,
nowadays invading also hospitals [2]. On the other hand we are observing stagnation in the development of new antibiotic agents for several years [3]. As a consequence clinicians and public health authorities might face an increasing number of serious staphylococcal infections which can only be treated with a limited number of antibiotics of last resort.

Ceftaroline, the active metabolite of ceftaroline fosamil, is a new bactericidal cephalosporin [4]. Ceftaroline and ceftobiprole, which are the only “fifth-generation” cephalosporins to date, both possess expanded gram-positive-including MRSA-activity [5]. MRSA, in general, are resistant to all previously available beta-lactams. Beta-lactam resistance is mediated by the expression of the mecA-encoded low-affinity penicillin-binding-protein 2a (PBP2a), which does not bind clinically used beta-lactams at therapeutically relevant concentrations. In contrast, ceftaroline binds to PBP2a with a significantly higher affinity. As a result of irreversible inhibition of cell wall synthesis ceftaroline exhibits an improved antimicrobial activity against MRSA both in vitro and in vivo [6]. Its binding affinity to the recently described, mecC-encoded, alternative PBP (LGA251) has not been assessed so far. Ceftaroline has been approved for the treatment of bacterial complicated skin and soft tissue infections (sSSTI) and community acquired pneumonia (CAP) in the U.S. and in Europe in 2010 and 2012, respectively. In Germany it became available for clinical treatment in October 2012. Susceptibility ranges and breakpoints were provided by CLSI [7] and EUCAST [8,9], but differences in breakpoint determinations complicate the evaluation of susceptibility studies currently conducted.

In several recent susceptibility studies from the U.S. and Europe ceftaroline demonstrates potent in-vitro activity against S. aureus clinical isolates, including MRSA, although the MRSA population, in general, showed significantly elevated MIC50/90 values [10,11]. Additionally, geographical differences regarding slightly elevated MIC50/90 values for MRSA in European and Asian/Pacific studies [11,12] to alarming ceftaroline resistance rates in studies from China were reported [13]. Against this background the major aim of this study was to determine the susceptibility towards ceftaroline in the clinical S. aureus and MRSA population in Germany prior to the introduction of this new compound into clinical use. The resulting data provide a basis for the evaluation of existing antibiotic susceptibility testing and interpretation guidelines, ongoing susceptibility surveillance projects and resulting treatment recommendations.

Materials and Methods

Bacterial isolates

S. aureus isolates originated from microbiological laboratories all over Germany and comprised phenotypically methicillin-susceptible (MSSA, MICoxa ≤ 2 mg/L, n = 27) as well as methicillin-resistant S. aureus (MRSA, MICoxa > 2 mg/L, n = 133). Non-duplicate isolates were collected at the German Reference Centre for Staphylococci and Enterococci from July to September 2012. They were selected to represent the current distribution of clonal lineages most prevalent in Germany at that time point [14,15]. The collection also included ten isolates possessing the newly described alternative mec gene, mecC [16], isolated from clinical infections in humans.

Since all isolates from clonal lineages ST228 and ST239 investigated initially revealed increased ceftaroline (CPT) MICs and previous studies already associated ST228 and ST239 isolates with increased ceftaroline MICs [17,18] we added all available isolates of clonal lineages ST228 (n = 34) and ST239 (n = 25) collected from January 2010 to September 2012 to the strain collection.

Isolates originated from skin and soft tissue infections (n = 78), bacteremia (n = 31), pulmonary tract infections (n = 15), urinary tract infections (n = 7), other infections (n = 4) and from samples of unknown origin (n = 28); the remaining 56 isolates were obtained from screening...
swabs; all isolates were cultured on sheep blood agar and confirmed as \textit{S. aureus} by colony morphology and positive plasma coagulase reaction. Detailed strain data and results for all isolates investigated are summarized in S1 Table.

**Susceptibility testing**

All isolates were subjected to susceptibility testing by means of broth microdilution (BMD) according to EUCAST (http://www.eucast.org/antimicrobial_susceptibility_testing/mic_determination). The following clinically or epidemiologically relevant antibiotics were tested and all results are summarized in S1 Table: penicillin (PEN), oxacillin (OXA), gentamicin (GEN), linezolid (LZD), erythromycin (ERY), clindamycin (CLI), tetracycline (TET), vancomycin (VAN), teicoplanin (TPL), ciprofloxacin (CIP), moxifloxacin (MFL), daptomycin (DAP), mupirocin (MUP), fosfomycin (PHO), rifampicin (RAM), fusidic acid (FUS), trimethoprim/sulfamethoxazole (SXT). CPT susceptibility was assessed by disc diffusion (DD, 5 μg-ceftaroline discs, MAST, Reinfeld, Germany), BMD and Etest. Ceftaroline was obtained by AstraZeneca (Wedel, Germany). All procedures were conducted according to EUCAST guidelines 2013 and including \textit{S. aureus} ATCC 29213 as quality control strain [8]. Etest (Biomerieux, Nürtingen, Germany) was performed according to the manufacturer’s instructions and using the same quality control strain. Ceftaroline susceptibility testing by DD and BMD methodology was done repeatedly (2 to 4 independent measures per isolate), and zone diameters and MICs were averaged for further analyses.

**Molecular strain characterisation**

Genomic DNA was isolated from overnight cultures with the DNeasy Tissue Kit (Qiagen, Hilden, Germany) using lysostaphin (100 mg/L, Sigma, Taukirchen, Germany) to achieve bacterial cell lysis. \textit{spa}-typing was performed as described previously and isolates were assigned to clonal lineages using BURP [19]; for previously unknown \textit{spa}-types multilocus sequence typing was performed for lineage allocation [20]. \textit{mec} gene detection and sequencing of the \textit{mecA} gene was performed using primers, PCR conditions and controls summarized in S2 Table. Results of molecular strain characterization, also demonstrating the “clonal representativeness” of the collection for the German \textit{S. aureus} population, are summarized in S1 Table.

**Results**

**Ceftaroline susceptibility of 160 \textit{S. aureus} isolates representing prevalent clonal lineages in Germany**

(a) \textbf{MSSA.} Among 27 MSSA isolates (MIC\textsubscript{OXA} ≤ 2 mg/L) we found none exhibiting a mean inhibitory zone below 20 mm (EUCAST breakpoint, R < 20 mm); a single isolate exhibited a mean inhibitory zone of 20 mm and therefore had to be re-tested by a MIC-method according to the 2013 EUCAST guidelines. However, using BMD, all MSSA isolates had CPT MICs below or equal to 1 mg/L in at least 2 independent measurements. This also included 6 phenotypic MSSA which were found to be positive either for \textit{mecA} (n = 4) or \textit{mecC} (n = 2) but neither showed reduced inhibitory zones nor elevated CPT MICs. Etest results were in agreement with results of BMD, although Etest MICs were generally lower (one dilution step) in comparison to results obtained by BMD (Table 1).

(b) \textbf{MRSA.} Among 133 phenotypic MRSA (MIC\textsubscript{OXA} > 2 mg/L) 131 possessed either \textit{mecA} or \textit{mecC} (see S1 Table). Eleven of these isolates showed mean zone diameters below 20 mm using DD. Fifty one isolates showed mean zone diameters between 19 and 21 mm (EUCAST 2013 breakpoint, R < 20 mm; 19–21 mm: to be retested by a MIC method). Among
the 11 “DD resistant” isolates 4 strains had zone diameters smaller than 19 mm and three of these isolates revealed BMD MICs above 1 mg/L in several independent measurements (mean MIC 2 mg/L, n = 2; 4 mg/L, n = 1) indicating resistance according to EUCAST breakpoints; the fourth isolate revealed alternating MICs between 1 and 2 mg/L resulting in a mean MIC of 1.5 mg/L. Among the 51 isolates, which had to be retested by a MIC method according to 2013 EUCAST guidelines two isolates were repeatedly resistant (mean MIC 2 mg/L); 20 isolates exhibited a CPT sensitive phenotype with MICs below or equal to 1 mg/L, repeatedly (mean MIC/C20 1 mg/L), and 29 isolates showed alternating MICs, resulting in mean MIC values between 1 and 2 mg/L.

122 isolates were “DD sensitive” with zone diameters larger than 20 mm and 78 of these revealed BMD MICs above 1 mg/L in several independent measurements (mean MIC 2 mg/L, n = 2; 4 mg/L, n = 1) indicating resistance according to EUCAST breakpoints; the fourth isolate revealed alternating MICs between 1 and 2 mg/L resulting in a mean MIC of 1.5 mg/L. Among the 51 isolates, which had to be retested by a MIC method according to 2013 EUCAST guidelines two isolates were repeatedly resistant (mean MIC 2 mg/L); 20 isolates exhibited a CPT sensitive phenotype with MICs below or equal to 1 mg/L, repeatedly (mean MIC ≤1 mg/L), and 29 isolates showed alternating MICs, resulting in mean MIC values between 1 and 2 mg/L.

122 isolates were “DD sensitive” with zone diameters larger than 20 mm and 78 of these revealed zone diameters above 21 mm; these 78 isolates included one isolate with a mean CPT BMD MIC of 2.5 mg/L (resistant according to EUCAST) as well as 65 repeatedly sensitive isolates (mean MIC ≤1 mg/L). Twelve isolates showed alternating MICs, resulting in mean MIC values between 1 and 2 mg/L (see S1 Table). CPT susceptibility data for MRSA are summarized in Table 1. BMD MICs correlated well with DD results with few exceptions as indicated in Fig 1. Moreover, BMD results appeared adequately reproducible with maximum one dilution difference between several independent measurements for individual isolates. Only for three isolates repeated BMD MICs differed by a range of two dilutions (see S1 Table). MICs were further determined using Etest, and in accordance to the results for MSSA, Etest MICs were approximately one dilution lower in comparison to results obtained by BMD (Table 1). As a consequence, only 2 out of 6 resistant isolates with mean MICs ≥ 2 mg/L (5 out of all isolates with mean MICs > 1 mg/L; n = 48) were detected by Etest (Etest MIC 1.25 and 1.5 mg/L, respectively; S1 Table).

Ceftaroline susceptibility in isolates of clonal lineages ST228 and ST239

We investigated a total of 59 additional S. aureus isolates from clonal lineages ST228 and ST239, including four mecA-negative MSSA (OXA MIC ≤ 2mg/L); the 4 latter isolates were CPT sensitive with respect to all susceptibility test methods applied (DD: inhibitory zones 25–34 mm; BMD: mean CPT MICs 0.33–0.83 mg/L; Etest: mean CPT MICs 0.19–0.38 mg/L, S1 Table). In contrast, the majority of mecA-positive ST228 and ST239 isolates showed CPT non-

Table 1. CPT susceptibility testing in different study populations using different methodologies and 2013 vs. 2014 EUCAST interpretation.

<table>
<thead>
<tr>
<th></th>
<th>MSSA (n = 27)</th>
<th>MRSA (n = 133)</th>
<th>ST228 (n = 34)</th>
<th>ST239 (n = 25)</th>
</tr>
</thead>
<tbody>
<tr>
<td>zone diameter range (mm)</td>
<td>20–35</td>
<td>16–30</td>
<td>16–30</td>
<td>17–35</td>
</tr>
<tr>
<td>S/R/retest according to EUCAST 2013a</td>
<td>27/0/1</td>
<td>122/11/51</td>
<td>7/27/8</td>
<td>9/16/12</td>
</tr>
<tr>
<td>S/R according to EUCAST 2014 b</td>
<td>27/0</td>
<td>122/11</td>
<td>7/27</td>
<td>9/16</td>
</tr>
<tr>
<td>MIC50 (mg/L)</td>
<td>0.50</td>
<td>0.25</td>
<td>1.00</td>
<td>0.50</td>
</tr>
<tr>
<td>MIC90 (mg/L)</td>
<td>0.75</td>
<td>0.38</td>
<td>1.50</td>
<td>0.75</td>
</tr>
<tr>
<td>MIC range (mg/L)c</td>
<td>0.16–1.00</td>
<td>0.09–0.75</td>
<td>0.31–4.00</td>
<td>0.25–1.50</td>
</tr>
<tr>
<td>S/R according to EUCAST 2013/2014 a, b</td>
<td>27/0</td>
<td>27/0</td>
<td>85/48</td>
<td>128/5</td>
</tr>
</tbody>
</table>

abreakpoints EUCAST 2013: disc diffusion: inhibitory zone (mm) S≥20; R<20; to be retested by MIC method: 19–21 broth microdilution, BMD (mg/L) S≤1; R>1
bbreakpoints EUCAST 2014: disc diffusion: inhibitory zone (mm) S≥20; R<20 broth microdilution, BMD (mg/L) S≤1; R>1
breakpoints CLSI: disc diffusion: inhibitory zone (mm) S≥24; I: 21–23; R≤20 broth microdilution, BMD (mg/L) S≤1; I = 2; R≥4
cMIC range tested: 0.016–16 mg/L CPT

doi:10.1371/journal.pone.0125864.t001
susceptibility as demonstrated by DD and BMD results (Table 1). Seventy-three percent of these isolates (n = 43) showed zone diameters below 20 mm. Accordingly, 81% of the isolates (n = 48) displayed mean CPT MICs ≥ 2 mg/L (88%, 52 isolates with CPT MICs > 1 mg/L), indicating individual MIC results between 2 and 4 mg/L in repeated measurements. Only 12% of isolates (n = 7, 4 meca negatives) tested sensitive repeatedly (mean MICs ≤ 1 mg/L). The significant elevation of CPT MICs for ST228 and ST239 is also reflected by their MIC50 and MIC90 values (Table 1), however when using Etest, only one isolate was detected resistant (MIC 1.5 mg/L, Table 1).

Molecular characterisation of meca in ceftaroline-resistant and-sensitive isolates

We sequenced the meca gene for a total of 58 geographically diverse isolates of clonal lineages ST228 and ST239, exhibiting different CPT MICs. For ST228 we found only one isolate that repeatedly tested sensitive with a mean MIC of 0.38 mg/L and three isolates which showed slightly elevated MICs resulting in mean CPT MICs below 2 mg/L; among ST239 isolates we found no repeatedly sensitive isolate, but three isolates with mean BMD MICs below 2 mg/L (S3 Table). Overall, we found 9 polymorphic loci within the meca gene, including the amino acid positions M122, D139, N146, E150, N204, T235, E239, G246, and K281 all affecting the non-penicillin binding domain. The most common mutation was N146K which was found in 21 isolates from
both clonal lineages; two additional substitutions were carried by isolates from both lineages, namely, E239K (4 isolates) and G246E (5 isolates, S3 Table). The substitutions M122I (n = 1, ST228), D139N (n = 16, ST228), E150K (n = 1, ST239), N204K (n = 16, ST239), T235I (n = 9, ST239) and K281R (n = 5, ST239) were found in one clonal lineage only.

Discussion

The initial aim of this study was to evaluate the in-vitro susceptibility towards ceftaroline in the German clinical S. aureus population prior to introduction of this new cephalosporine into clinical use. It is well known that the S. aureus population structure varies with geographic location, with specific clonal lineages predominating in different areas of the world. Isolates of predominating lineages themselves are subject to continuous evolutionary processes, which lead to an accumulation of resistance traits most probably due to adaptation to local or regional antibiotic use [1]. On the other hand it was shown that the distribution of clonal lineages is constantly changing with newly emerging lineages replacing previously prevalent ones [15,21,22]. Driving forces for the appearance of such clonal waves are largely unknown, however, both processes lead to continuous changes in resistance and virulence properties of MRSA strains prevalent in hospitals and in the community which must be monitored to allow efficient therapy, infection control and prevention measures. Currently, the most prevalent hospital-associated clonal lineages in Germany are MRSA lineages ST225 and CC22. In addition, we are observing a multiplicity of various clonal lineages inside and especially outside the hospital [14,15,19]. Thus, in the first part of the study we aimed to establish a collection of isolates representing the current composition of the German clinical S. aureus population with respect to geographic origin as well as clonal distribution (S1 Table).

Ceftaroline susceptibility in the German clinical S. aureus population before introduction of ceftaroline into clinical use

Among the 160 S. aureus isolates selected, as expected, all phenotypic MSSA were completely susceptible to ceftaroline as reflected by a MIC\textsubscript{50/90} of 0.5/0.75 mg/L in repeated BMD experiments (Table 1). Among the phenotypic MRSA investigated we found a total of 63.9% of MRSA (85/133) to be susceptible repeatedly, whereas 4.5% of isolates (6/133) were resistant to ceftaroline in repeated experiments, with MICs of 2 to 4 mg/L. This resistance rate is similar to rates previously reported for isolates from cSSTIs from Europe [11] and to the published EUCAST data (http://mic.eucast.org/Eucast2/). The remaining 31.6% of isolates (42/133) showed altering MIC results ranging from 1 mg/L (susceptible according to EUCAST) to 2 mg/L (resistant according to EUCAST) challenging the fact that EUCAST—in contrast to CLSI—does not define an intermediate susceptibility range. Additionally, the current EUCAST breakpoint cuts through the MRSA “wildtype” MIC distribution [23] which might cause significant problems in laboratory susceptibility testing of ceftaroline. In the present study BMD MICs differed for almost all isolates by only one dilution which reflects the technical robustness of these results. However, the classification of these isolates as either CPT-resistant or-susceptible is debatable. Since our study only looked at microbiological strain properties we cannot comment on any putative therapeutic consequence; future clinical studies are required to elucidate clinical success rates for MRSA isolates with “borderline” CPT MICs. Therefore, it will be indispensable to include isolates representative for the clonal composition of the S. aureus/MRSA population in different geographical regions to suggest a “general” and more comprehensive clinical breakpoint.

The “MIC-shift” we observed for MRSA vs. MSSA is also reflected by increased MIC\textsubscript{50/90} value for MRSA (Table 1) and is in accordance to previously published susceptibility data for the S. aureus populations, both in Europe and in the U.S. [11,24].
We found no significant difference in CPT susceptibility between meca- and mecC-positive MRSA, suggesting that binding affinity of ceftaroline towards the distinct penicillin-binding proteins is comparable. This is in contrast to cefoxitin, where the reduced affinity of mecC-encoded PBP2a (LGA) results in increased cefoxitin MICs [25].

Diagnostic challenges
At the present time none of the available semi-automated antibiotic susceptibility test systems includes ceftaroline for susceptibility testing. Thus, diagnostic laboratories might use DD methodology for ceftaroline susceptibility testing, initially. In this study we demonstrate that more than 30% of all clinical isolates show inhibitory zones of 19 to 21 mm. The majority of them belong to the MRSA lineages ST225 and CC22, which are highly prevalent in Germany (S1 Table). According to 2013 EUCAST guidelines [8], which were applied in this study, these isolates had to be “retested” by a MIC method. As a consequence, the clinical laboratory would have had to “retest” approximately one third of all isolates tested, which implies an enormous additional workload for daily routine. EUCAST addressed this problem in that retesting is no longer suggested in the current guidelines of 2014[9]. According to our data this strategy results in an underestimation of “borderline” resistant isolates, which display alternating CPT MICs between 1 and 2 mg/L. In the present study we found 52 isolates with zone diameters of 20 and 21 mm, respectively (Table 1); according to the current EUCAST guidelines these isolates are classified susceptible; however, regarding their BMD MICs, 7 of these isolates displayed CPT MICs of ≥ 2 mg/L and another 25 isolates showed alternating MICs between 1 and 2 mg/L. Currently, our knowledge about the clinical significance of these “borderline” resistant isolates is scarce; therefore MIC surveillance of respective isolates is crucial to monitor treatment efficiency and future development of CPT MICs.

Since individually manufactured BMD is usually not applied in routine microbiological laboratories, gradient strip based systems will most probably be used for MIC determination. However, our results strongly suggest, that gradient strip methods might generate MICs which are not concordant to those obtained by BMD. In this study Etest results revealed MICs which were on average approximately one dilution lower than those obtained by BMD (Table 1), thereby confirming previous reports [26]. This might lead to an underestimation of CPT resistance rates, especially in a geographical region with increased numbers of low-level resistant isolates (MICs 2–4 mg/L). However, the data presented here are limited as we did not use a variety of gradient strips from different suppliers which might result in divergent outcomes.

Clonal lineages with reduced susceptibility
In our initial collection we found 6 isolates which were resistant towards ceftaroline, repeatedly. These isolates included all three isolates of clonal lineage ST239 as well as the single ST228 isolate present in our representative sample of 160 clinical isolates. Since previous studies associated ST228 and ST239 isolates with increased ceftaroline MICs [17,18] we supplemented our strain collection with isolates from both these lineages and found a significant elevation of CPT MICs for the majority of isolates (Table 1). Since isolates were collected between 2010 and 2012 we could infer that resistance had not been selected by the use of ceftaroline itself, but was present in these lineages before. It will be interesting to elucidate at what evolutionary stage non-susceptibility emerged and whether its emergence can be correlated with any selective pressure affecting these clonal lineages.

Neither ST228 nor ST239 are lineages highly prevalent in Germany; however, ST228 is widely disseminated in Southern and South East Europe [27–29] and occurs frequently also in neighbouring countries like Austria [30] and Switzerland [31]. Sporadic outbreaks were also
reported from Germany [32]. ST239 is a globally occurring clone which is highly prevalent in countries in South East Europe and Asia [33–35]. In these geographic regions an increased ceftaroline resistance rate could be expected, and was documented recently for \textit{S. aureus} from acute skin infections from China [13]. One could speculate that wider use of ceftaroline in future might select for these CPT resistant clonal lineages, thus contributing to future strain dynamics also in countries were ST228 and ST239 are not that prevalent today. Since these clonal lineages harbour more co-resistances than current successful epidemic strains, their spread would restrict treatment options for associated MRSA infections considerably.

**Molecular correlates of ceftaroline resistance**

In a previous study Mendes et al. associated increased ceftaroline MICs with alterations in PBP2a, which appear to have contributed to the reduction in binding affinity towards ceftaroline [17]. They found mutations in both, the non-penicillin-binding and the transpeptidase domain of the protein thus suggesting that the accumulation of mutations in various parts of the PBP2a might contribute to a stepwise increase in MICs similar to mechanisms demonstrated for resistance towards ceftobiprole in \textit{mecA}-containing \textit{S. aureus} [36]. This hypothesis was recently corroborated in a structural study by Alm et al. [37]. However, all studies included only a very limited number of isolates. In this study we were able to investigate the \textit{mecA} gene of 58 isolates assigned to clonal lineages ST228 and ST239, and showing different CPT MICs. Mutations associated with a CPT MIC increase should be present in all resistant isolates independent of clonal lineage or SCC\textit{mec} type and absent in isolates which were repeatedly sensitive towards ceftaroline. Based on this hypothesis two amino acid alterations, N146E and E239K, draw our first attention. However, N146E was absent in 6 out of 8 ST239 isolates with elevated MICs. The alteration E239K was excluded as a sole reason for resistance since it occurred in only 4 isolates (mean MICs 2.0 to 3.0 mg/L). The third alteration present in both ST228 and ST239, G246E, was dismissed since it was present in two completely sensitive isolates (reference strain COL and 10–03087). The same was previously reported for the alteration N204K which also occurred in sensitive isolates [17]. As a consequence we conclude that low level ceftaroline resistance may be mediated by various mutations in two “hot spot” regions of the PBP2a, the non-penicillin-binding domain comprising the amino acids 139 to 150 and 235 to 239, respectively. N146E seemed to be the amino acid most often affected and alternative alterations and combinations thereof seemed to result in conformational changes of the non-penicillin-binding domain eventuating in increased MICs [36,37]. This conclusion is in agreement with results from previous studies focusing on ceftaroline and ceftobiprole resistance, where the amino acid alterations N146K and E150K, as well as E150K and E239K, or E237K have been associated with an increase in resistance towards the different \beta-lactams [17,36–38].

**Conclusions**

In contrast to clinically relevant MSSA and MRSA lineages from Germany clonal lineages ST228 and ST239 from the same geographic region were shown to be associated with significantly higher CPT MICs indicating a high proportion of resistant isolates in these lineages. The number of isolates from highly prevalent MRSA lineages in Germany with CPT MICs close to the current EUCAST breakpoint is comparably high and hampers CPT resistance diagnostics as well as surveillance of CPT resistance development. Further studies are essential to (i) establish geographically representative strain collections as a basis for the determination of a “real” CPT MIC wildtype distribution; (ii) to determine the clinical relevance of “borderline” resistant isolates, especially in highly prevalent clonal lineages and (iii) to re-evaluate current guidelines.
in consideration of additional susceptibility, clinical and pharmacological data in order to confirm the clinical breakpoint set.

**Supporting Information**

S1 Table. Characterisation of isolates investigated in this study. (XLSX)

S2 Table. Primers for detection and characterization of the mec genes. (XLSX)

S3 Table. Amino acid alterations found in mecA of ST228 and ST239 isolates. (XLSX)

**Acknowledgments**

We thank Franziska Erdmann, Mike Henkel and the staff at the RKI central sequencing lab for excellent technical assistance. We are grateful to our network of collaborating laboratories for providing strains continuously.

**Author Contributions**

Conceived and designed the experiments: BS FL IK. Performed the experiments: BS FL. Analyzed the data: BS FL GW. Contributed reagents/materials/analysis tools: FL IK. Wrote the paper: BS GW.

**References**


7. Clinical and Laboratory Standards Institute (CLSI). Performance standards for antimicrobial susceptibility testing; Twenty-third informational supplement. 2013; M100–S23. Wayne, PA, USA


